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Description

Description

Pacemakers are intended to be used as a substitute for the heart's intrinsic pacing system to correct cardiac rhythm disorders. Conventional
pacemakers consist of 2 components: a pulse generator and electrodes (or leads). Pacemakers are considered life-sustaining, life-supporting class III
devices for patients with a variety of bradyarrhythmias. Even though the efficacy and safety profile of conventional pacemakers are excellent, in a small
proportion of patients, they may result in lead complications and the requirement for a surgical pocket. Further, some patients are medically ineligible
for conventional pacemakers due to lack of venous access and recurrent infection. Leadless pacemakers are single-unit devices that are implanted in
the heart via femoral access, thereby eliminating the potential for complications as a result of leads and surgical pocket. The Micra and Aveir single-
chamber transcatheter pacing systems are the only commercially available leadless pacemakers in the U.S. approved by the U.S. Food and Drug
Administration.

OBJECTIVE
The objective of this evidence review is to determine whether the use of FDA-approved single-chamber transcatheter pacing systems in patients with a
guidelines-based indication for a single-chamber ventricular pacing system improves the net health outcome.

 
 

 

FEP 2.02.32 Leadless Cardiac Pacemakers

The policies contained in the FEP Medical Policy Manual are developed to assist in administering contractual benefits and do not constitute medical advice. They are not
intended to replace or substitute for the independent medical judgment of a practitioner or other health care professional in the treatment of an individual member. The
Blue Cross and Blue Shield Association does not intend by the FEP Medical Policy Manual, or by any particular medical policy, to recommend, advocate, encourage or
discourage any particular medical technologies. Medical decisions relative to medical technologies are to be made strictly by members/patients in consultation with their
health care providers. The conclusion that a particular service or supply is medically necessary does not constitute a representation or warranty that the Blue Cross and
Blue Shield Service Benefit Plan covers (or pays for) this service or supply for a particular member.



POLICY STATEMENT
The Micra™ VR or Aveir™ (see Policy Guidelines) single-chamber transcatheter pacing system may be considered medically necessary in
individuals when both conditions below are met:

1. The individual has high-grade atrioventricular (AV) block (see Policy Guidelines) in the presence of atrial fibrillation or has significant
bradycardia and:

Normal sinus rhythm with rare episodes of 2 or 3 AV block or sinus arrest (see Policy Guidelines); OR

Chronic atrial fibrillation; OR

Severe physical disability (see Policy Guidelines).

2. The individual has a significant contraindication precluding placement of conventional single-chamber ventricular pacemaker leads such as any
of the following:

History of an endovascular or cardiovascular implantable electronic device (CIED) infection or who are at high risk for infection (see
Policy Guidelines);

Limited access for transvenous pacing given venous anomaly, occlusion of axillary veins or planned use of such veins for a semi-
permanent catheter or current or planned use of an arteriovenous fistula for hemodialysis;

Presence of a bioprosthetic tricuspid valve.

The Micra™ AV single-chamber transcatheter pacing system may be considered medically necessary in individuals when both conditions below are
met:

1. The individual has high-grade AV block (see Policy Guidelines) in the presence of atrial fibrillation or has significant bradycardia and:

Normal sinus rhythm with rare episodes of 2 or 3 AV block or sinus arrest (see Policy Guidelines); OR

Chronic atrial fibrillation; OR

Severe physical disability (see Policy Guidelines); OR

There is an indication for VDD pacing and the individual may benefit from maintenance of AV synchronous ventricular pacing (see
Policy Guidelines).

2. The individual has a significant contraindication precluding placement of conventional single-chamber ventricular pacemaker leads such as any
of the following:

History of an endovascular or cardiovascular implantable electronic device (CIED) infection or who are at high risk for infection (see
Policy Guidelines);

Limited access for transvenous pacing given venous anomaly, occlusion of axillary veins or planned use of such veins for a semi-
permanent catheter or current or planned use of an arteriovenous fistula for hemodialysis;

Presence of a bioprosthetic tricuspid valve.

The Micra™ and Aveir™ single-chamber transcatheter pacing systems are considered investigational in all other situations in which the above criteria
are not met.
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POLICY GUIDELINES
As per the FDA label, the Aveir™ Leadless Pacemaker Model LSP112V is contraindicated in the following situations:

Use of any pacemaker is contraindicated in individuals with a co-implanted implantable cardioverter-defibrillator because high-voltage shocks
could damage the pacemaker and the pacemaker could reduce shock effectiveness.

Single-chamber ventricular demand pacing is relatively contraindicated in individuals who have demonstrated pacemaker syndrome, have
retrograde ventriculoatrial conduction, or suffer a drop in arterial blood pressure with the onset of ventricular pacing.

Programming of rate-responsive pacing is contraindicated in individuals with intolerance of high sensor-driven rates.

Use is contraindicated in individuals with an implanted vena cava filter or mechanical tricuspid valve because of interference between these
devices and the delivery system during implantation.

Persons with known history of allergies to any of the components of this device may suffer an allergic reaction to this device. Prior to use on the
patient, the patient should be counseled on the materials contained in the device and a thorough history of allergies must be discussed.

The Aveir™ Leadless Pacemaker is conditionally safe for use in the magnetic resonance imaging (MRI) environment when used according to the
instructions in the MRI-Ready Leadless System Manual (which includes equipment settings, scanning procedures, and a listing of conditionally
approved components). Scanning under different conditions may result in severe patient injury, death, or device malfunction.

As per the U.S. Food and Drug Administration (FDA) label, the Micra Model MC1VR01 (Micra VR) and Model MC1AVR1 (Micra AV) pacemakers are
contraindicated for individuals who have the following types of devices implanted:

An implanted device that would interfere with the implant of the Micra device in the judgment of the implanting physician

An implanted inferior vena cava filter

A mechanical tricuspid valve

An implanted cardiac device providing active cardiac therapy which may interfere with the sensing performance of the Micra device

As per the FDA label, the Micra Model MC1VR01 and Model MC1AVR1 pacemakers are also contraindicated for individuals who have the following
conditions:

Femoral venous anatomy unable to accommodate a 7.8 mm (23 French) introducer sheath or implant on the right side of the heart (for
example, due to obstructions or severe tortuosity)

Morbid obesity that prevents the implanted device to obtain telemetry communication within <12.5 cm (4.9 in)

Known intolerance to titanium, titanium nitride, parylene C, primer for parylene C, polyether ether ketone, siloxane, nitinol, platinum, iridium,
liquid silicone rubber, silicone medical adhesive, and heparin or sensitivity to contrast medical which cannot be adequately premedicated

As per the FDA label, Micra pacemakers should not be used in individuals for whom a single dose of 1.0 mg dexamethasone acetate cannot be
tolerated because the device contains a molded and cured mixture of dexamethasone acetate with the target dosage of 272 μg dexamethasone
acetate. It is intended to deliver the steroid to reduce inflammation and fibrosis.

For the MRI contraindications for patients with a Micra MRI device, refer to the Medtronic MRI Technical Manual.

As per the FDA label, some individuals will not benefit from the AV synchronous (VDD) mode supported by the Micra Model MC1AVR1 pacemaker.
Individuals with the following conditions should instead be considered for a dual-chamber transvenous pacing system:

Sinus node dysfunction;

High sinus rates requiring atrial tracking;

Weak atrial contraction;

Symptoms during loss of atrioventricular (AV) synchrony;

Frequent premature atrial or ventricular contractions.
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High-Grade Atrioventricular Block

Atrioventricular block occurs when there is interference of the electrical signals from the atrium to the ventricle. AV block is categorized based on
severity. First degree AV block occurs when signals are transferred more slowly than normal. Second-degree AV block is divided into Type I and Type
II. Type I is also called Mobitz Type I or Wenckebach's AV block. There is gradually slower activity which may produce skipped heartbeats. Second-
degree Type II is also called Mobitz Type II where more signals fail to reach the ventricles, resulting in a slower and more abnormal heart rhythm.
Second-degree AV block can be paroxysmal (not persistent) or permanent. Additionally, high-degree AV block is a form of second-degree AV block in
which the conduction ratio is high representing multiple atrial contractions that are not conducting to the ventricle; however, there is still some AV
conduction and as such is not a third-degree AV block. Third-degree AV block is a complete block of the electrical signals; while the ventricles contract
on their own, the consequences are reduced and irregular heart rate and reduced cardiac output.

Individuals with rare episodes of AV block or sinus arrest generally do not require pacing intervention, although symptomatic individuals might have
significant need for pacing. The Micra™ VR and Aveir™ devices are indicated when there is infrequent AV block. The Micra™ AV device is indicated
with infrequent or chronic AV block. These definitions come from the intended use definitions of the devices and clinical input. Note that there is no
strict definition of the frequency of episodes or the degree of symptoms.

VDD Pacing

VDD pacing is a pacing mode used in pacemakers whereby sensing occurs in both the atrium and ventricle, with pacing only occurring in the ventricle.
The first letter (V) indicates that the Ventricle is the pacing chamber, the second letter (D) indicates that both the atrium and ventricle are the sensing
chambers, and the third letter (D) indicates that the mode of operation is dual (inhibited and triggered). Uses of VDD pacing include pacemaker
syndrome where there is reduced coordination between the atrial and ventricular contractions resulting in lower cardiac output, and when individuals
with an implant have complete AV block with preserved sinus functioning. VDD is used in dual chamber transvenous pacemakers and in single-
chamber ventricular pacemakers with leads that float in the atrium for sensing. The Micra™ AV leadless pacemaker supports VDD pacing.

Atrioventricular Synchrony

Devices that support maintenance of AV synchrony can sense atrial electrical activity and pace the ventricular chamber accordingly. Pacemakers
maintaining AV synchrony may lead to less morbidity and mortality than ventricular stimulation alone and reduce the risk of pacemaker syndrome. The
Micra™ AV device provides AV synchronous ventricular pacing similar to a transvenous VDD system. The implanted device depends on the
appropriate sensing of atrial mechanical signals to achieve AV synchrony. The level of AV synchrony may vary in individual patients and may not be
predictable prior to implant. The manufacturer cautions that loss of AV synchrony can be caused by the interference of mechanical vibrations stemming
from patient activities and environments.

Pacemaker Syndrome

In pacemaker syndrome there is reduced coordination between atrial contraction and ventricular contraction, resulting in reduced cardiac output. The
syndrome is most commonly seen in the setting of a single-chamber ventricular pacemaker with ventricular sensing and pacing, as with no atrial
sensing the ventricles contract at the programmed rate independently from atrial contraction.

Device Retrieval and Replacement

Leadless pacemakers have a limited lifespan. Removal of devices can be complicated by encapsulation due to fibrosis. Devices can instead be
deactivated and remain in place, with another device implanted. Use of deactivated and activated devices might result in electromagnetic interference.
Based on bench testing, the current recommendation for device end of service care includes adding a replacement device with or without explantation
of the deactivated implant. Explantation of the deactivated implant should be performed by a clinician with expertise in the removal of implanted leads.
Use of co-implanted deactivated and activated devices has not been clinically tested, and as such Plans will need to consider the medical necessity of
repeat implantation. The Aveir™ device features helix-based active fixation designed to facilitate device removal with a dedicated retrieval catheter;
however, limited data are available on retrieval success rates.

Mechanical Interference

For axillary transvenous pacemakers, there is a concern that leads or the generator could be impacted by the recoil of using a firearm (e.g., rifles or
shotguns). Thus leadless cardiac pacemakers can provide an alternative for patients who suffer lead fracture or malfunction from mechanical stress
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and may be considered when axillary venous access is present only on a side of the body that would not allow use of equipment producing such
mechanical stress (e.g., a firearm).

 

BENEFIT APPLICATION
Experimental or investigational procedures, treatments, drugs, or devices are not covered (See General Exclusion Section of brochure).

FDA REGULATORY STATUS
 

In April 2016, the Micra™ transcatheter pacing system (Medtronic) was approved by the FDA through the premarket approval process (PMA number:
P150033) for use in patients who have experienced one or more of the following conditions:

symptomatic paroxysmal or permanent high-grade arteriovenous block in the presence of atrial fibrillation

paroxysmal or permanent high-grade arteriovenous block in the absence of atrial fibrillation, as an alternative to dual-chamber pacing, when
atrial lead placement is considered difficult, high-risk, or not deemed necessary for effective therapy

symptomatic bradycardia-tachycardia syndrome or sinus node dysfunction (sinus bradycardia or sinus pauses), as an alternative to atrial or
dual-chamber pacing, when atrial lead placement is considered difficult, high-risk, or not deemed necessary for effective therapy.

In January 2020, the Micra AV Transcatheter Pacing System Model MC1AVR1 and Application Software Model SW044.were approved as a PMA
supplement (S061) to the Micra system described above. The Micra AV includes an enhanced algorithm to provide AV synchronous pacing.

In November 2021, the FDA issued a letter to health care providers regarding the risk of major complications related to cardiac perforation during
implantation of leadless pacing systems.21, Specifically, the FDA states that "real-world use suggests that cardiac perforations associated with Micra
leadless pacemakers are more likely to be associated with serious complications, such as cardiac tamponade or death, than with traditional
pacemakers."

In March 2022, the Aveir™ VR Leadless Pacemaker was approved by the FDA through the premarket approval process (PMA number: P150035) for
use in patients with bradycardia and:

normal sinus rhythm with only rare episodes of atrioventricular block or sinus arrest

chronic atrial fibrillation

severe physical disability.

Rate-Modulated Pacing is indicated for patients with chronotropic incompetence, and for those who would benefit from increased stimulation rates
concurrent with physical activity.

 

RATIONALE

Summary of Evidence

For individuals with a guidelines-based indication for a ventricular pacing system who are medically eligible for a conventional pacing system who
receive a single-chamber transcatheter pacing system, the evidence includes pivotal prospective cohort studies, a postapproval prospective cohort
study, a Medicare registry, and a retrospective FDA database analysis. Relevant outcomes are overall survival, disease-specific survival, and
treatment-related mortality and morbidity. Results at 6 months and 1 year for the Micra pivotal study reported high procedural success (>99%) and
device effectiveness (pacing capture threshold met in 98% of patients). Most of the system- or procedure-related complications occurred within 30
days. At 1 year, the incidence of major complications did not increase substantially from 6 months (3.5% at 6 months vs. 4% at 1 year). Results of the
Micra postapproval study were consistent with the pivotal study and showed a lower incidence of major complications up to 30 days postimplantation
as well as 1 year (1.5% and 2.7%, respectively). In both studies, the point estimates of major complications were lower than the pooled estimates from
6 studies of conventional pacemakers used as a historical comparator. While Micra device eliminates lead- and surgical pocket-related complications,
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its use can result in potentially more serious complications related to implantation and release of the device (traumatic cardiac injury) and less serious
complications related to the femoral access site (groin hematomas, access site bleeding). Initial data from a Medicare registry found a significantly
higher rate of pericardial effusion and/or perforation within 30 days in patients with the leadless Micra pacemaker compared to patients who received a
transvenous device; however, overall 6-month complication rates were significantly lower in the Micra group in the adjusted analysis (p=.02). In a real-
world study of Medicare patients, the Micra device was associated with a 41% lower rate of reinterventions and a 32% lower rate of chronic
complications compared with transvenous pacing, with no significant difference in adjusted all-cause mortality at 3 years despite the higher comorbidity
index for patients implanted with a Micra device. However, patients receiving the Micra device experienced significantly more other complications,
driven by higher rates of pericarditis. No significant differences were noted in the composite endpoint of time to heart failure hospitalization or death for
the full cohort (p=.28) or the subgroup without a history of heart failure (p=.98). It is also unclear whether all patients were considered medically eligible
for a conventional pacing system. A single-arm study of the Micra AV device reported that 85.2% of individuals with complete AV block and normal
sinus rhythm successfully achieved a >70% resting AV synchrony (AVS) rate at 1 month postimplant and that AVS rates could be further enhanced with
additional device programming. However, clinically meaningful rates of AVS are unknown. Longer-term device characterization is planned in the Micra
AV Post-Approval Registry through 3 years. The Aveir pivotal prospective cohort study primary safety and efficacy outcomes at 6 weeks exceeded
performance goals for complication-free rate and composite success rate (96.0% and 95.9%, respectively). Results at 6 months were similar and at 1
year were 93.2% and 91.5%, respectively. Incidence of major complications at 1 year was 6.7% compared to 4.0% in the Micra pivotal trial. The 2-year
survival estimate of 85.3% is based on Phase 1 performance with the predecessor Nanostim device. Considerable uncertainties and unknowns remain
in terms of the durability of the devices and device end-of-life issues. Early and limited experience with the Micra device has suggested that retrieval of
these devices is unlikely because in due course, the device will be encapsulated. There are limited data on device-device interactions (both electrical
and mechanical), which may occur when there is a deactivated Micra device alongside another leadless pacemaker or when a leadless pacemaker
and transvenous device are both present. Although the Aveir device is specifically designed to be retrieved when therapy needs evolve or the device
needs to be replaced, limited data are available on retrieval outcomes. While the current evidence is encouraging, overall benefit with the broad use of
FDA-approved single-chamber transcatheter pacing systems compared with conventional pacemakers has not been shown. The evidence is
insufficient to determine that the technology results in an improvement in the net health outcome.

For individuals with a guidelines-based indication for a ventricular pacing system who are medically ineligible for a conventional pacing system who
receive a single-chamber transcatheter pacing system, the evidence includes subgroup analysis of a pivotal prospective cohort study and a
postapproval prospective cohort study for the Micra device. It is unclear whether the Aveir pivotal study enrolled patients medically ineligible for a
conventional pacing system. Relevant outcomes are overall survival, disease-specific survival, and treatment-related mortality and morbidity.
Information on the outcomes in the subgroup of patients from the postapproval study showed that the Micra device was successfully implanted in 98%
to 99% of cases, and safety outcomes were similar to the original cohort. Even though the evidence is limited and long-term effectiveness and safety
are unknown, the short-term benefits may outweigh the risks because the complex trade-off of adverse events for these devices needs to be assessed
in the context of the life-saving potential of pacing systems for patients ineligible for conventional pacing systems. There are little data available
regarding outcomes associated with other alternatives to conventional pacemaker systems such as epicardial leads or transiliac placement. Epicardial
leads are most relevant for the patient who is already going to have a thoracotomy for treatment of their underlying condition (e.g., congenital heart
disease). Epicardial leads are associated with a longer intensive care unit stay, more blood loss, and longer ventilation times compared to conventional
pacemaker systems. The evidence for transiliac placement is limited to small case series and the incidence of atrial lead dislodgement using this
approach in the literature ranged from 7% to 21%. The evidence is insufficient to determine that the technology results in an improvement in the net
health outcome.

 

SUPPLEMENTAL INFORMATION

Practice Guidelines and Position Statements

Guidelines or position statements will be considered for inclusion in 'Supplemental Information' if they were issued by, or jointly by, a US professional
society, an international society with US representation, or National Institute for Health and Care Excellence (NICE). Priority will be given to guidelines
that are informed by a systematic review, include strength of evidence ratings, and include a description of management of conflict of interest.

National Institute for Health and Care Excellence

In 2018, the NICE issued evidence-based recommendations on leadless cardiac pacemaker implantation for adults with bradyarrhythmias.49, The
guidance states that the evidence "on the safety of leadless cardiac pacemaker implantation for bradyarrhythmias shows that there are serious but
well-recognised complications. The evidence on efficacy is inadequate in quantity and quality:

For people who can have conventional cardiac pacemaker implantation, leadless pacemakers should only be used in the context of research;
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For people in whom a conventional cardiac pacemaker implantation is contraindicated following a careful risk assessment by a multidisciplinary
team, leadless cardiac pacemakers should only be used with special arrangements for clinical governance, consent and audit or research."

The guidance is awaiting development as of April 2023 with expected publication in June 2024.

Heart Rhythm Society

In 2020, the Heart Rhythm Society (HRS), along with the International Society for Cardiovascular Infectious Diseases (ISCVID) and several other
Asian, European and Latin American societies, endorsed the European Heart Rhythm Association (EHRA) international consensus document on how
to prevent, diagnose, and treat cardiac implantable electronic device infections.50, The consensus states that for patients at high risk of device-related
infections, avoiding a transvenous system, and implanting an epicardial system, may be preferential. It makes the following statements regarding
leadless pacemakers:

'There is hope that 'leadless' pacemakers will be less prone to infection and can be used in a similar manner [as epicardial systems] in high-risk
patients.'

'In selected high-risk patients, the risk of infection with leadless pacemakers appears low. The device also seems safe and feasible in patients
with pre-existing [cardiovascular implantable electronic device] infection and after extraction of infected leads.'

U.S. Preventive Services Task Force Recommendations

Not applicable.

Medicare National Coverage

The Centers for Medicare & Medicaid (CMS) cover leadless pacemakers under coverage with evidence development criteria when procedures are
performed in prospective longitudinal studies approved by the U.S. Food and Drug Administration (FDA) using "leadless pacemakers...in accordance
with the FDA approved label for devices that have either:

An associated ongoing FDA approved post-approval study; or

Completed an FDA post-approval study.

Each study must be approved by CMS and as a fully-described, written part of its protocol, must address the following research questions:

What are the peri-procedural and post-procedural complications of leadless pacemakers?

What are the long term outcomes of leadless pacemakers?

What are the effects of patient characteristics (age, gender, comorbidities) on the use and health effects of leadless pacemakers?”51,

The following 6 studies are currently approved by CMS:52,

1. Aveir VR Coverage With Evidence Development Post-Approval Study (NCT05336877); CMS approval date: 6/2/22;

2. Effectiveness of the EMPOWER™ Modular Pacing System and EMBLEM™ Subcutaneous ICD to Communicate Antitachycardia Pacing
(NCT04798768); CMS approval date: 1/20/22;

3. The LEADLESS II IDE Study (Phase II): A Safety and Effectiveness Trial for a Leadless Pacemaker System (NCT04559945); CMS approval
date: 3/16/21;

4. Longitudinal Coverage with Evidence Development Study on Micra AV Leadless Pacemakers (Micra AV CED) (NCT04235491); CMS approval
date: 2/5/2020;

5. The Micra CED Study (NCT03039712); CMS approval date: 03/09/17; and

6. Micra Transcatheter Pacing System Post-Approval Registry (NCT02536118); CMS approval date: 02/09/17.
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POLICY HISTORY - THIS POLICY WAS APPROVED BY THE FEP® PHARMACY AND MEDICAL POLICY
COMMITTEE ACCORDING TO THE HISTORY BELOW:

Date Action Description

September 2019 New Policy
Policy created with literature review through May 15, 2019. The Micra transcatheter pacing system may
be considered medically necessary as a second line treatment in patients who not eligible for
conventional pacemakers when all of the specified conditions are met.

September 2020 Replace policy Policy updated with literature review through May 29, 2020; references added. Policy statements
unchanged.

September 2021 Replace policy Policy updated with literature review through April 2, 2021; no references added. Policy statements
unchanged.

September 2022 Replace policy Policy updated with literature review through April 22, 2022; references added. Investigational policy
statement added for the Aveir transcatheter pacing system for all indications.

September 2023 Replace policy

Policy updated with literature review through March 20, 2023; references added. Medically necessary
statements were added for Aveir and Micra AV transcatheter pacing systems with criteria. Medical
necessity criteria were updated for both Micra and Aveir devices based on labeled indications for use
and responses to structured requests for clinical input.
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